A nanofluidic mixing device for high-throughput fluorescence sensing of single molecules
Mathwig, Klaus; Fijen, Carel; Fontana, Mattia; Lemay, S. G.; Hohlbein, Johannes

Published in:
Procedia Technology

DOI:
10.1016/j.protcy.2017.04.062

IMPORTANT NOTE: You are advised to consult the publisher's version (publisher's PDF) if you wish to cite from it. Please check the document version below.

Document Version
Publisher's PDF, also known as Version of record

Publication date:
2017

Link to publication in University of Groningen/UMCG research database

Citation for published version (APA):

Copyright
Other than for strictly personal use, it is not permitted to download or to forward/distribute the text or part of it without the consent of the author(s) and/or copyright holder(s), unless the work is under an open content license (like Creative Commons).

The publication may also be distributed here under the terms of Article 25fa of the Dutch Copyright Act, indicated by the “Taverne” license. More information can be found on the University of Groningen website: https://www.rug.nl/library/open-access/self-archiving-pure/taverne-amendement.

Take-down policy
If you believe that this document breaches copyright please contact us providing details, and we will remove access to the work immediately and investigate your claim.

Downloaded from the University of Groningen/UMCG research database (Pure): http://www.rug.nl/research/portal. For technical reasons the number of authors shown on this cover page is limited to 10 maximum.
A nanofluidic mixing device for high-throughput fluorescence sensing of single molecules

Klaus Mathwig\textsuperscript{a,}\textsuperscript{*}, Carel Fijen\textsuperscript{b}, Mattia Fontana\textsuperscript{b}, Serge G. Lemay\textsuperscript{c}, Johannes Hohlbein\textsuperscript{b,d,}\textsuperscript{*}

\textsuperscript{a}Pharmaceutical Analysis, Groningen Research Institute of Pharmacy, University of Groningen, P.O. Box 196, 9700 AD, Groningen, The Netherlands
\textsuperscript{b}Laboratory of Biophysics, Wageningen University and Research, Dreijenlaan 3, 6703 HA Wageningen, The Netherlands
\textsuperscript{c}MESA+ Institute for Nanotechnology, University of Twente, P.O. Box 217, 7500 AE Enschede, The Netherlands
\textsuperscript{d}Microspectroscopy Centre, Wageningen University and Research, Dreijenlaan 3, 6703 HA Wageningen, The Netherlands

Abstract

We introduce a nanofluidic mixing device entirely fabricated in glass for the fluorescence detection of single molecules. The design consists of a nanochannel T-junction and allows the continuous monitoring of chemical or enzymatic reactions of analytes as they arrive from two independent inlets. The fluorescently labeled molecules are tracked before, during and after they enter the mixing region, and their reactions with each other are observed by means of optical readout such as Förster Resonance Energy Transfer (FRET). Our method can be used for analyzing the kinetics of DNA annealing in a high-parallelized fashion.

© 2016 The Authors. Published by Elsevier Ltd.
Peer-review under responsibility of the organizing committee of Biosensors 2016

Keywords: nanochannel; nanofluidic mixing; fluorescence detection; single molecules

Single-molecule detection is important in many areas of the life sciences as it allows studying complex reaction mechanisms, rare events, or subpopulations of complex biomolecules such as DNA or proteins whose individual properties are often hidden in conventional ensemble-based measurements. Fluorescence microscopy is by far the most important and widely used method to study individual molecules. However, conventional state-of-the-art methods (i.e., confocal microscopy and camera based total-internal-reflection fluorescence or widefield microscopy) suffer from severe drawbacks: Often, elaborate surface-immobilization is required, high-throughput detection is rarely achievable and reactions cannot be triggered continuously.

* Corresponding author.
E-mail addresses: k.h.mathwig@rug.nl; johannes.hohlbein@wur.nl
Here, we describe the design of a nanofluidic flow cell that allows to overcome these drawbacks and to achieve prolonged observation times (several seconds) of freely flowing molecules. The main idea is to constrain the accessible volume of the molecules so that it is smaller than the excitation/detection volume along the long optical axis created by conventional microscope objectives. Whereas similar devices for a high-throughput or parallelized detection have been presented [1], our device design implements a nanomixer that allows the precise synchronization of chemical or enzymatic reactions. It consists of a T-shaped junction of nanochannels in glass (channel height: 200 nm, width: 5 μm; see Fig. 1). In the mixing region, the two reactants flowing from two separate inlets encounter each other for the very first time in a defined volume. Therefore, reactions or synthesis is followed continuously in real time.

Chips containing the devices are compatible with a commercially available holder (Micronit), and allow easy integration within existing microscopy setups. In comparison to devices fabricated by, e.g., soft lithography, glass channels are mechanically more stable, reliable and can be reused many times. Flow of analytes is induced by syringe-driven flow. Ultra low nanochannel flow rates (1 pL/min) are achieved by combining nano- and microchannels in a parallel flow configuration [2]. Our optical setup employs a RAMM system as a stage holder together with a motorized stages and a z-piezo controlling the position of the nanochannel in the focus of an inverted oil-immersion microscope objective (60x NA 1.4). Analytes are exited at wavelengths of 561 nm and 642 nm using an alternating-laser excitation scheme [3] via a fiber coupled laser engine (Omicron). The fluorescence emission is spectrally split into a green and a red detection channel and then focused on an electron-multiplied CCD camera (Andor, Ixon-897 Ultra).

We successfully demonstrate the transport, mixing and detection of single-molecule in these devices (see Fig. 1b). Single-stranded DNA molecules (< 50 base pairs) were labelled with either Cy3B (green fluorophore) or ATTO 647N (red fluorophore) and solubilized in a PBS buffer medium and driven into the junction at flow velocities ranging from about 10 μm/s to 100 μm/s. In a fully laminar flow regime, the molecules are transported by a superposition of Stokes flow and Brownian motion, homogenously sampling a parabolic flow profile in the channels [4]. Differently labeled nucleotides are reliably distinguished and single particle tracking is employed to follow the movement of individual molecules. As shown in Figure 1b, at a sufficiently low flow velocity analytes quickly cross the nanochannel laterally so that mixing occurs directly in the T-junction. At faster advective velocities, mixing can occur several 10 μm downstream of the intersection.

In summary, our method allows high-throughput studies of single molecules in solution at pre-steady state conditions. Compared to other microfluidic approaches, glass devices are reliable and reusable and a commercially available platform allows a straightforward implementation. Research is ongoing to study the kinetics of DNA synthesis and extend the method to other molecules.

References