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A B S T R A C T

Background and purpose: Head and neck (HN) radiotherapy can benefit from automatic delineation of tumor and
surrounding organs because of the complex anatomy and the regular need for adaptation. The aim of this study
was to assess the performance of a commercially available deep learning contouring (DLC) model on an external
validation set.
Materials and methods: The CT-based DLC model, trained at the University Medical Center Groningen (UMCG),
was applied to an independent set of 58 patients from the Radboud University Medical Center (RUMC). DLC
results were compared to the RUMC manual reference using the Dice similarity coefficient (DSC) and 95th
percentile of Hausdorff distance (HD95). Craniocaudal spatial information was added by calculating binned
measures. In addition, a qualitative evaluation compared the acceptance of manual and DLC contours in both
groups of observers.
Results: Good correspondence was shown for the mandible (DSC 0.90; HD95 3.6 mm). Performance was rea-
sonable for the glandular OARs, brainstem and oral cavity (DSC 0.78–0.85, HD95 3.7–7.3 mm). The other
aerodigestive tract OARs showed only moderate agreement (DSC 0.53–0.65, HD95 around 9 mm). The binned
measures displayed the largest deviations caudally and/or cranially.
Conclusions: This study demonstrates that the DLC model can provide a reasonable starting point for delineation
when applied to an independent patient cohort. The qualitative evaluation did not reveal large differences in the
interpretation of contouring guidelines between RUMC and UMCG observers.

1. Introduction

In image-guided radiotherapy, the amount of data to be segmented
is continuously expanding. This is due to multi-modality imaging,
adaptive radiotherapy, an increasing number of structures correlated
with radiation-induced toxicity, and modern treatment modalities that
improve organs-at-risk (OARs) sparing. Automatic OAR delineation can
be useful to reduce delineation time and mitigate inter-observer
variability [1,2]. Especially in head and neck (HN) cancer, the potential
benefit is substantial. HN delineation is time-consuming because of the
complex anatomy with an increasing number of structures added to the
delineation, e.g. salivary glands [3], swallowing muscles [4], and car-
otid arteries [5]. In addition, regular adaptation is necessary as a result

of large anatomical variations (i.e. weight loss and tumor shrinkage).
Atlas-based auto-segmentation (ABAS) is routinely used clinically.

Although ABAS reduces workload and inter-observer variability, it has
its shortcomings. The most important is that only limited anatomical
variation can be included (typically 10 to 30 patients), because more
would compromise atlas performance in terms of speed [6]. In addition,
atlas selection can be an issue [7], even when using a large database
[8]. To improve these shortcomings, automatic delineation using deep
learning contouring (DLC) is a promising method. Typically, a con-
volutional neural network (CNN) is used to derive a model from a
(large) set of training data. Because of increased computing power, DLC
can now be implemented in radiotherapy clinical practice [9].

The added value of DLC has already been shown for different sites,
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including thorax [10], rectum [11], and liver SBRT [12]. For con-
touring of HN OARs, van Dijk et al. showed that DLC outperforms ABAS
and is almost within the level of inter-observer variability [13]. The
authors trained their model on a cohort of 549 HN cancer patients and
validated it on an independent cohort of 104 patients. According to the
recommendations of Valentini et al. [2] they did not only use geometric
and dosimetric measures, but also contouring time, inter-observer
variation, and qualitative evaluation.

However, it is not practical, nor desirable for each center to train
their own model, and generic solutions for automatic delineation ac-
cording to agreed international guidelines would be preferable. In ad-
dition to saving resources, these would facilitate consistent comparison
of radiation-induced side effects between centers. The OARs in Van Dijk
et al. [13] were delineated according to international consensus
guidelines [14], so the DLC model is potentially widely applicable.
Nevertheless, variation in auto-contouring acceptance exists between
institutions [15], and the performance of this model on external cases
has not been tested yet.

In this study, an independent external validation of the model used
by van Dijk et al. [13] was performed on a set of 58 HN cancer patients.
DLC contours were evaluated by global and local geometric measures.
In addition, we performed a qualitative evaluation, to check for bias in
the interpretation of delineation guidelines.

2. Materials and methods

Supplementary Fig. S1 shows an overview of the independent ex-
ternal validation, in relation to Van Dijk et al. [13].

2.1. DLC model development

Van Dijk et al. [13] trained their DLC model on data (planning CT
and OAR contours) from 589 HN cancer patients treated at the Uni-
versity Medical Center Groningen (UMCG), of which 549 were used for
training, while the other 40 were used for cross-validation. Patient
characteristics can be found in Table 1. The CT data (average voxel size
0.98 × 0.98 × 2 mm, mostly contrast-enhanced) were acquired on
different scanners (Somatom Sensation Open, Somatom Definition AS,
or Biograph 64, Siemens, Forchheim, Germany). Manual delineation of
the OARs was performed by UMCG expert observers, according to in-
ternational consensus guidelines [14].

Van Dijk et al. [13] considered 22 OARs, divided in 3 sub-groups:

1) glandular: parotid and submandibular glands (left and right),
thyroid gland;

2) aerodigestive tract: arytenoids and buccal mucosa (left and right),

extended oral cavity, pharynx constrictor muscle, cricopharyngeal
inlet (cricoid), supraglottic area, glottic area, cervical esophagus;

3) other: central nervous system, vessels, bone: brainstem, cerebellum,
cerebrum, spinal cord, mandible, carotid arteries (left and right).

The DLC implementation was performed with a commercial soft-
ware package (DLCExpert™, Mirada Medical Ltd., UK). Convolutional
neural networks were used to predict labels for input data. The first step
consists of a general 2D multiclass network with 14 layers, resulting in a
coarse OAR prediction. This prediction, together with the original data,
is fed to an OAR-specific 10-layer network that results in a full re-
solution binary classification [13,16].

2.2. Patients for external validation

For the external validation, a cohort of 58 HN cancer patients was
selected from a previous study. This cohort consisted of 44 males and
14 females, divided over three tumor sites: oropharynx (n = 20), hy-
popharynx (7), and larynx (31). As can be seen in Table 1, the valida-
tion cohort was comparable to the training and test sets used by Van
Dijk et al. [13]. Patients were treated with primary accelerated radio-
therapy according to the UPGRADE-RT protocol [17], delivering 68 Gy
in 34 fractions, using a 2-arc VMAT technique. All patients enrolled up
to August 2018 at the Radboud University Medical Center (RUMC,
Nijmegen, The Netherlands) were selected. Informed consent was ac-
quired, covering this retrospective analysis according to internal review
board policy.

All patients underwent planning PET-CT (Biograph 64, Siemens,
Forchheim, Germany) with a median resolution of
0.98 × 0.98 × 3 mm (range 0.78 to 1.52 mm in-plane), a peak kilo-
voltage of 120 kV, and filter kernel I40s\3 for the CT images. Clinical
OAR contours, manually delineated on the CT data by RUMC expert
radiation oncologists according to the same international consensus
guidelines [14], were used as a reference. This reference comprised a
subset of fourteen OARs that were delineated consistently in the vali-
dation cohort, divided in three groups analogous to [13]:

1) glandular: parotid and submandibular glands (left and right),
thyroid gland;

2) aerodigestive tract: buccal mucosa (left and right), extended oral
cavity, pharynx constrictor muscle, cricopharyngeal inlet (cricoid),
supraglottic area, glottic area;

3) other: brainstem, mandible.

For the external validation, the CT data were processed by the same
commercial software package and the model developed by Van Dijk

Table 1
Overview of patient characteristics, comparing the external validation cohort to the patient population used by Van Dijk et al. (cv = cross validation) [13].

characteristics validation set train set [13] cv set [13] test set [13]

n = 58 % n = 549 % n = 40 % n = 104 %

sex
female 14 24 139 25 13 33 21 20
male 44 76 410 75 27 68 83 80

age
18–65 years 35 60 368 67 20 50 64 62
>65 years 23 40 181 33 20 50 40 38

tumor site
oropharynx 20 34 194 35 15 38 45 43
nasopharynx 0 24 4 3 8 2 2
hypopharynx 7 12 53 10 2 5 10 10
larynx 31 53 255 46 18 45 38 37
oral cavity 0 23 4 2 5 9 9
other 0 0 0 0
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et al. [13]. Comparison between manual delineation and DLC was
feasible for 53 patients of the validation set. The other 5 patients were
excluded because of incomplete CT data and/or manual reference
contours.

2.3. Quantitative evaluation

The performance of the DLC in relation to manual contours was
evaluated using the Dice similarity coefficient (DSC) and Hausdorff
distance (HD). The DSC is a voxel-wise measure of the spatial overlap
between two contoured areas A and B [18,19]:

=
+

DSC A B A B
A B

( , ) 2( )

The bidirectional HD assesses pairwise distances between two con-
tours. For all points a on the surface SA of A, the minimum distance d
(a,b) to points b on the surface SB of B are calculated, and vice versa.
The HD is the maximum of all minimum distances d [18]:

=HD A B d a b d b a( , ) max{maxmin ( , ), maxmin ( , ),}
a S b S b S a SA B B A

As recommended by Menze et al. [18], in this study the more robust
95th percentile (HD95) was used.

In addition to the global calculation of these two measures, a binned
analysis of DSC and HD95 was performed. Contours were divided in
four equally spaced bins in the craniocaudal direction, with bin 1 the
most caudal and bin 4 the most cranial. In this way, spatial information
on the performance of DLC could be obtained.

2.4. Qualitative evaluation

To assess the potential influence of different groups of observers, a
qualitative evaluation was carried out using a so-called “Turing test”,
during which the observer has to determine whether he is interacting
with a human or a machine. As explained by Gooding et al. [20], DLC
results are considered to be clinically usable if they are difficult to
distinguish from manually delineated contours.

In this study, the qualitative evaluation described by Van Dijk et al.
[13] was extended with the answers of 4 RUMC observers (2 physicians
and 2 technicians involved in OAR contouring for HN cancer patients).
The full test comprising 100 questions was completed by 3 of the 4
observers, and in total, 352 observations were generated. More details
on this evaluation can be found in the Supplementary Material.

3. Results

3.1. Quantitative evaluation

For all glandular OARs, the DLC model showed borderline good DSC
(0.78–0.83) on the RUMC set (cf. Table 2, Fig. 1A). The HD95 was
reasonable for submandibular and thyroid glands (3.7–5.0 mm) and
slightly larger for the parotid glands (6.0–6.1 mm) (Table 3, Fig. 1B).
According to the binned results, the DLC performs well in the middle,
but worse on caudal and/or cranial boundaries (see for example the left
parotid gland in Fig. 2).

For the aerodigestive tract OARs, DSC for the RUMC set was quite low
(0.53–0.65), except for the oral cavity (0.85). For the HD95, all OARs in
this group resulted in moderately large values (7.3–9.1 mm). The
binned DSC and HD95 again showed deviations at caudal and cranial
boundaries, especially for the cricoid, glottic area, and supraglottic
area. It is worth noting that bin 2 showed the largest deviations for the
buccal mucosa ROIs.

For the brainstem, DSC for the RUMC set was intermediate to good
(0.78), while HD95 was borderline poor (6.9 mm). The binned mea-
sures showed the largest differences for the caudal (DSC) and cranial
(HD95) bin (see Fig. 2). For the mandible, high global correspondence
between manual and DLC contours was found (DSC of 0.90, HD95 of
3.6 mm). For both measures, the cranial bin showed the largest local
deviations.

3.2. Qualitative evaluation

Considering the contour source, the RUMC observers correctly
classified around 70% of all cases, for both manual and DLC contours
(cf. Fig. 3A). The answers varied between OARS (e.g. cricoid mostly
correct, glottic area more difficult to distinguish, cf. Supplementary Fig.
S2). For the second question, the RUMC observers showed a large
preference (80%) for manual contours when compared to DLC (cf.
Fig. 3B). For individual OARs, this preference ranged from around 50%
(glottic area) to 90% (left submandibular gland), cf. Supplementary Fig.
S3. Finally, regarding the amount of editing, the RUMC observers ac-
cepted the manual contours in 79% of cases, while they approved of the
DLC less often (53%, cf. Fig. 3C). Supplementary Fig. S4 shows large
variations per OAR.

Table 2
Median DSC values for the different evaluations of fourteen contoured OAR.

benchmark
from [13]

global DSC bin 1
(caudal)

bin 2 bin 3 bin 4
(cranial)

(salivary) glands
parotid L 0.85 0.83 0.73 0.87 0.88 0.73
parotid R 0.83 0.83 0.73 0.85 0.86 0.72
submandibular L 0.80 0.79 0.81 0.83 0.79 0.62
submandibular R 0.80 0.78 0.81 0.86 0.79 0.59
thyroid 0.85 0.81 0.80 0.85 0.83 0.66

aerodigestive tract
buccal mucosa L 0.77 0.61 0.52 0.63 0.64 0.57
buccal mucosa R 0.77 0.62 0.49 0.61 0.65 0.60
oral cavity 0.91 0.86 0.78 0.89 0.89 0.84
cricoid 0.72 0.60 0.00 0.76 0.77 0.43
glottic area 0.73 0.54 0.33 0.65 0.60 0.00
pharyngeal constrictors 0.70 0.60 0.60 0.71 0.62 0.54
supraglottic 0.80 0.65 0.51 0.79 0.74 0.24

other
brainstem 0.87 0.78 0.61 0.81 0.87 0.72
mandible 0.95 0.90 0.95 0.91 0.92 0.72
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Fig. 1. Boxplots of DSC (A) and HD95 (B) for the comparison between DLC and manual delineation for 14 HN OARs in three groups. Glandular OARs: blue;
aerodigestive tract: yellow and orange; brainstem and mandible: green. (For interpretation of the references to colour in this figure legend, the reader is referred to
the web version of this article.)
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4. Discussion

In this study, an independent external validation of a DLC model
was performed on a set of 58 HN cancer patients. DLC contours were
evaluated by global and local geometric measures and a qualitative test.
Reasonable and good correspondence was shown for the glandular
OARs, mandible, brainstem and oral cavity, while the other aero-
digestive tract OARs showed only moderate agreement. The largest
local deviations were found caudally and/or cranially. The results de-
monstrate that the DLC model can provide a reasonable starting point
for delineation when applied to an independent patient cohort.

Of course, the quantitative evaluation of the DLC on the external
(RUMC) validation set should be considered in comparison to the re-
sults obtained with the original (UMCG) test set [13]. In that context,
the glandular OARs (external DSC 0.78–0.83 vs. original 0.80–0.85)
and the mandible in particular (DSC 0.90 vs. 0.95) showed comparable
and good results. For the other OARs, especially those belonging to the
aerodigestive tract, the scores for the external set were substantially
lower (DSC 0.53–0.65) than those found originally (0.70–0.80). The
oral cavity showed high DSC (0.85 vs. 0.91), but it should be noted that
this is not a very sensitive measure for relatively large, round structures
such as the oral cavity. The model itself hasn’t changed, therefore
should be performing the same. Thus the only reasons for the lower
quantitative scores as compared to Van Dijk et al. [13] can be a dif-
ferent input or a different reference.

The OARs that scored similar to the original test set in [13], also
perform similar to other publications on this topic, such as the study by
Liang et al. (mandible 0.91, parotids 0.85), who trained two CNNs on
186 nasopharynx patients [21]. The results are slightly better than
those described by Ibragimov (parotid gland 0.78, submandibular gland
0.73), but those authors trained a CNN on fewer than 50 HN cases [22].
Like the model evaluated in this study, Van der Veen et al. also reported
on a larger set of OARs [23]. They presented remarkably good results
for the parotids and submandibular glands (DSC 0.91 to 0.97). How-
ever, these results might be overestimated because manual delineation
was done with the automatic contours as a starting point. Their results
on glottic and supraglottic areas and pharyngeal constrictor muscles
were lower (and very comparable to the UMCG results).

The binned spatial evaluation proved very useful to identify the
location of deviations, which were most often found in the caudal and/
or cranial bins. This could be due to differences in input, e.g. partial
volumes issues cause by CT slice thickness, as the average slice

thickness used for the model training was smaller (2 mm) than the slice
thickness of the external validation set (3 mm), while no resampling
was done. This might have a large impact especially for structures like
the glottic area, that occupy very few slices.

Apart from the input, another possible cause for the deviations be-
tween RUMC and UMCG results could lie in the reference; e.g. differ-
ences in manual delineation standards and interobserver variations
between the two groups of observers. Although both centers used the
same delineation guideline [14], there could be local variations in in-
terpretation. To check for the latter, the qualitative evaluation using the
Turing test done in [13] (i.e. using only the original UMCG data) was
extended with RUMC observers.

Overall, the scores on source classification (around 70%) and pre-
ference for manual contours (almost 80%) were very similar between
the two groups. There were some OAR-specific differences, with the
RUMC observers choosing more often for the DLC than their UMCG
colleagues for cricoid, thyroid and especially glottic area. The RUMC
acceptance of the manual contours (delineated by UMCG observers)
was overall even higher than the UMCG observers’ acceptance (79 vs.
68%). Admittedly the results of the qualitative evaluation are some-
what difficult to interpret, but there seemed to be no major disagree-
ment on the delineation standards (although the slice-based qualitative
evaluation did not allow assessment of the craniocaudal extent). RUMC
DLC acceptance was a bit lower than showed by the UMCG observers
(53 vs. 61%). This might be due to inexperience of the RUMC observers
with DLC contours, making it more difficult to judge whether a de-
viation is clinically relevant.

The use of local (RUMC) clinical (uncurated) manual delineations as
a reference is one of the limitations of this study. On the other hand,
these contours are representative for clinical practice. Nevertheless, for
further research, the contours should be checked and curated by a team
of observers to ensure adherence to the guidelines. Prospectively ac-
quiring multi-center data to an agreed imaging standard might also
improve consistency.

In addition, the set of quantitative measures used could be improved
and extended. It would be good to benchmark the measures, because
while DSC is reasonably straightforward, HD results can be influenced
substantially by the calculation algorithm. It would be good to include
surface DSC [24] and/or Added Path Length [25], as these measures are
a surrogate for the potential time saving of DLC in comparison to
manual delineation. Valentini et al. [2] recommended to evaluate time
saving, together with an assessment of dosimetric impact. Van Dijk

Table 3
Median HD95 values (in mm) for the different evaluations of fourteen contoured OARs.

benchmark
from [13]

global
HD95

bin 1
(caudal)

bin 2 bin 3 bin 4
(cranial)

(salivary) glands
parotid L 4.2 6.0 6.0 5.0 4.5 6.7
parotid R 4.4 6.1 6.0 5.2 5.3 6.1
submandibular L 3.9 5.0 3.8 4.0 4.6 6.1
submandibular R 4.0 4.8 3.7 3.4 4.3 5.9
thyroid 2.9 3.7 3.9 3.3 3.0 5.8

aerodigestive tract
buccal mucosa L 4.0 9.1 9.4 9.0 7.3 7.8
buccal mucosa R 4.0 8.7 8.4 9.2 7.2 9.0
oral cavity 4.2 7.3 7.1 6.4 6.7 7.7
cricoid 5.0 9.1 9.0 3.9 3.3 6.6
glottic area 3.1 9.1 6.1 5.1 5.8 9.4
pharyngeal constrictors 3.8 7.3 9.1 3.6 5.7 8.3
supraglottic 3.4 8.1 7.1 5.1 4.7 7.4

other
brainstem 3.7 6.9 7.7 4.2 4.2 8.1
mandible 1.2 3.6 2.0 3.3 1.5 8.5
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et al. [13] already showed that a reduction in delineation time should
be feasible and that dosimetric measures were not profoundly dis-
turbed. Future work should also look to validate this externally.

Regarding the qualitative evaluation, the group of RUMC observers
was small in comparison to the original group [13], and only the ori-
ginal UMCG test data were evaluated. In addition, the amount of ob-
servations per OAR was limited. Future work should comprise inter-
group validation of manual delineation and the generation of a joint
validation set, which could then be used for both quantitative and
qualitative evaluations, to fully understand inter-institution variations.
However, interobserver variability will remain a factor, as indicated by
Van Dijk et al. [13], Van der Veen et al. [23], and Mattiucci et al. [26],
who presented interobserver variabilities similar to the performance of
the automatic delineation models for HN.

A generic and robust DLC model, trained to an agreed international
standard, would be highly desirable. It is not practical and might not be
desirable for each center to train their own model, because of the ne-
cessary expertise, time, and the required amount of high-quality cu-
rated manual delineations as training data. However, this will poten-
tially require institutions to standardize not only contouring guidelines,
but also image acquisition methods.

An alternative approach might be to re-train an existing model using

a small training set of each center. Often, only a limited amount of data
is available, insufficient to train a model from scratch. Transfer learning
[9,27,28] is the method of using a pre-trained model to perform an-
other task, after refinement with a small amount of new training data.
Obviously, transfer learning for each center separately takes more time
than using a generic model, but is faster than training a DLC model from
scratch. In addition, only a small amount of data is necessary. However,
each institution having a different model will reinforce inter-institution
variations and guideline interpretation differences.

Whichever method is used, probably the goal should not be to ob-
tain perfectly overlapping contours. This might also be nearly im-
possible in the HN region, involving a lot of small and complex struc-
tures. More important might be the evaluation of time saving/
efficiency, and dosimetric effects [29]. With similar results on the
parotid glands, oral cavity and mandible, both Van Dijk et al. [13] and
Van der Veen et al. [23] described a more efficient delineation process
using their automatic methods. Furthermore, Van Rooij et al. described
that imperfect deep learning segmentation (also with similar DSC le-
vels) does not necessarily result in inferior organ-at-risk dosimetry [30].
So even if the DLC results are not perfect, they can be used as input for
manual editing and automated planning, provided they are carefully
monitored.

Fig. 2. CT slices of an example case, showing differences in performance dependent on craniocaudal location. Contours are displayed for brainstem and left parotid
gland, with manual RUMC reference contours given in yellow, and DLC results in red. A: coronal image; B: sagittal image showing left parotid gland contours; C:
sagittal image displaying brainstem; D-I: transversal images, with D the most caudal and I the most cranial image. (For interpretation of the references to colour in
this figure legend, the reader is referred to the web version of this article.)
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This external validation demonstrated that the DLC model devel-
oped by Van Dijk et al. [13] can provide a reasonable starting point for
delineation when applied to an independent patient cohort. Deviations
found by the binned evaluation do not seem to be caused by local

interpretations of delineation guidelines, but rather by interobserver
variations and differences in image acquisition protocols. The use of a
single model delineated to agreed international guidelines may help
improve standardization between departments.

Fig. 3. Results of qualitative evaluation. A: Answer to first question of qualitative evaluation on contour source (human or computer). B: Answer to second question:
“Which contour do you prefer?”. C: Answer to third question: “Would you correct the contours?” For the bar charts hold that the first two bars represent the response
to the manually delineated contours (“man”), by RUMC observers (“R”) and by UMCG observers (“G”), respectively. The last two bars represent the DLC results (in
the same order).

E.J.L. Brunenberg, et al. Physics and Imaging in Radiation Oncology 15 (2020) 8–15

14



Declaration of Competing Interest

The authors declare the following financial interests/personal re-
lationships which may be considered as potential competing interests:
University Medical Center Groningen has a research collaboration with
Mirada Medical Ltd., Oxford, UK. Mirada Medical Ltd. has provided
Radboud University Medical Center with the software for the external
validation. Author MJG is an employee of Mirada Medical Ltd.

Appendix A. Supplementary data

Supplementary data to this article can be found online at https://
doi.org/10.1016/j.phro.2020.06.006.

References

[1] Sharp G, Fritscher KD, Pekar V, Peroni M, Shusharina N, Veeraraghavan H, et al.
Vision 20/20: perspectives on automated image segmentation for radiotherapy.
Med Phys 2014;41:50902. https://doi.org/10.1118/1.4871620.

[2] Valentini V, Boldrini L, Damiani A, Muren LP. Recommendations on how to es-
tablish evidence from auto-segmentation software in radiotherapy. Radiother Oncol
2014;112:317–20. https://doi.org/10.1016/j.radonc.2014.09.014.

[3] Deasy JO, Moiseenko V, Marks L, Chao KSC, Nam J, Eisbruch A. Radiotherapy dose-
volume effects on salivary gland function. Int J Radiat Oncol Biol Phys
2010;78:S58–63. https://doi.org/10.1016/j.ijrobp.2009.06.090.

[4] Schwarts DL, Hutcheson K, Barringer D, Tucker SL, Kies M, Holsinger FC, et al.
Candidate dosimetric predictors of long-term swallowing dysfunction after or-
opharyngeal intensity-modulated radiotherapy. Int J Radiat Oncol Biol Phys
2010;78:1356–65. https://doi.org/10.1016/j.ijrobp.2009.10.002.

[5] Mohamed ASR, Smith BD, Smith JB, Sevak P, Malek JS, Kanwar A, et al. Outcomes
of carotid-sparing IMRT for T1 glottic cancer: comparison with conventional ra-
diation. Laryngoscope 2020;130(1):146–53. https://doi.org/10.1002/lary.27873.

[6] Larrue A, Gujral D, Nutting C, Gooding M. The impact of the number of atlase on the
performance of automatic multi-atlas contouring. Phys Med
2015;31(S2):e30https://doi.org/10.1016/j.ejmp.2015.10.020.

[7] Schipaanboord B, Boukerroui D, Peressutti D, van Soest J, Lustberg T, Dekker A,
et al. An evaluation of atlas selection methods for atlas-based automatic segmen-
tation in radiotherapy treatment planning. IEEE Trans Med Imaging
2019;38(11):2654–64. https://doi.org/10.1109/TMI.2019.2907072.

[8] Lee H, Lee E, Kim N, Kim JH, Park K, Lee H, et al. Clinical evaluation of commercial
atlas-based auto-segmentation in the head and neck region. Front Oncol
2019;9:239. https://doi.org/10.3389/fonc.2019.00239.

[9] Meyer P, Noblet V, Mazzara C, Lallement A. Survey on deep learning for radio-
therapy. Comput Biol Med 2018;98:126–46. https://doi.org/10.1016/j.
compbiomed.2018.05.018.

[10] Lustberg T, van Soest J, Gooding M, Peressutti D, Aljabar P, van der Stoep J, et al.
Clinical evaluation of atlas and deep learning based automatic contouring for lung
cancer. Radiother Oncol 2018;126:312–7. https://doi.org/10.1016/j.radonc.2017.
11.012.

[11] Men K, Dai J, Li Y. Automatic segmentation of the clinical target volume and organs
at risk in the planning CT for rectal cancer using deep dilated convolutional neural
networks. Med Phys 2017;44:6377–89. https://doi.org/10.1002/mp.12602.

[12] Ibragimov B, Toesca D, Chang D, Koong A, Xing L. Combining deep learning with
anatomical analysis for segmentation of the portal vein for liver SBRT planning.
Phys Med Biol 2017;62:8943–58. https://doi.org/10.1088/1361-6560/aa9262.

[13] Van Dijk LV, van den Bosch L, Aljabar P, Peressutti D, Both S, Steenbakkers RJHM,
et al. Improving automatic delineation for head and neck organs at risk by Deep
Learning Contouring. Radiother Oncol 2020;142:115–23. https://doi.org/10.1016/

j.radonc.2019.09.022.
[14] Brouwer C, Steenbakkers RJHM, Bourhis J, Budach W, Grau C, Grégoire V, et al. CT-

based delineation of organs at risk in the head and neck region: DAHANCA, EORTC,
GORTEC, HKNPCSG, NCIC CTG, NCRI, NRG oncology and TROG consensus
guidelines. Radiother Oncol 2015;117:83–90. https://doi.org/10.1016/j.radonc.
2015.07.41.

[15] Gooding MJ, Chu K, Conibear J, Dilling T, Durrant L, Fuss M, et al. Multicenter
clinical assessment of DIR atlas-based autocontouring. Int J Radiat Oncol Biol Phys
2013;87(2):S714–5. https://doi.org/10.1016/j.ijrobp.2013.06.1892.

[16] Yang J, Veeraraghavan H, Armato SG, Farahani K, Kirby JS, Kalpathy-Kramer J,
et al. Autosegmentation for thoracic radiation treatment planning: a grand chal-
lenge at AAPM 2017. Med Phys 2017;45:4568–82. https://doi.org/10.1002/mp.
13141.

[17] Van den Bosch S, Dijkema T, Kunze-Busch MC, Terhaard CH, Raaijmakers CP,
Doornaert PA, et al. Uniform FDG-PET guided GRAdient Dose prEscription to re-
duce late Radiation Toxicity: study protocol for a randomized clinical trial with
dose reduction to the elective neck in head and neck squamous cell carcinoma. BMC
Cancer 2017;17(1):208. https://doi.org/10.1186/s12885-017-3195-7.

[18] Menze BH, Jakab A, Bauer S, Kalpathy-Cramer J, Farahani K, Kirby J, et al. The
multimodal brain tumor image segmentation benchmark (BRATS). IEEE Trans Med
Imaging 2015;34(10):1993–2024. https://doi.org/10.1109/tmi.2014.2377694.

[19] Dice LR. Measures of the amount of ecologic association between species. Ecology
1945;26:297–302. https://doi.org/10.2307/1932409.

[20] Gooding MJ, Smith AJ, Tariq M, Aljabar P, Peressutti D, van der Stoep J, et al.
Comparative evaluation of auto-contouring in clinical practice: a practical method
using the Turing test. Med Phys 2018;45(11):5105–15. https://doi.org/10.1002/
mp.13200.

[21] Liang S, Tang F, Huang X, Yang K, Zhong T, Hu R, et al. Deep-learning-based de-
tection and segmentation of organs at risk in nasopharyngeal carcinoma computed
tomographic images for radiotherapy planning. Eur Radiol 2019;29:1961–7.
https://doi.org/10.1007/s00330-018-5748-9.

[22] Ibragimov B, Xing L. Segmentation of organs-at-risks in head and neck CT images
using convolutional neural networks. Med Phys 2017;44(2):547–57. https://doi.
org/10.1002/mp.12045.

[23] Van der Veen J, Willems S, Deschuymer S, Robben D, Crijns W, Maes F, et al.
Benefits of deep learning for delineation of organs at risk in head and neck cancer.
Rad Oncol 2019;138:68–74. https://doi.org/10.1016/j.radonc.2019.05.010.

[24] Nikolov S, Blackwell S, Mendes R, Fauw J, Meyer C, Hughes C, et al. Deep learning
to achieve clinically applicable segmentation of head and neck anatomy for
radiotherapy. 2018; arXiv:1809.04430v1.

[25] Vaassen F, Hazelaar C, Vaniqui A, Gooding M, van der Heyden B, Canters R, et al.
Evaluation of measures for assessing time-saving of automatic organ-at-risk seg-
mentation in radiotherapy. Phys Imag Radiat Oncol 2020;13:1–6. https://doi.org/
10.1016/j.phro.2019.12.001.

[26] Mattiucci GC, Boldrini L, Chiloiro G, D’Agostino GR, Chiesa S, De Rose F, et al.
Automatic delineation for replanning in nasopharynx radiotherapy: what is the
agreement among experts to be considered as benchmark? Acta Oncol
2013;52(7):1417–22. https://doi.org/10.3109/0284186X.2013.813069.

[27] Tajbakhsh N, Shin JY, Gurudu SR, Hurst RT, Kendall CB, Gotway MB, et al.
Convolutional neural networks for medical images analysis: full training or fine
tuning? IEEE Trans Med Imaging 2016;35(5):1299–312. https://doi.org/10.1109/
TMI.2016.2535302.

[28] Van Opbroek A, Ikram MA, Vernooij MW, de Bruijne M. Transfer learning improves
supervised image segmentation across imaging protocols. IEEE Trans Med Imaging
2015;34(5):1018–30. https://doi.org/10.1109/TMI.2014.2366792.

[29] Kieselmann JP, Kamerling CP, Burgos N, Menten MJ, Fuller CD, Nill S, et al.
Geometric and dosimetric evaluations of atlas-based segmentation methods of MR-
images in the head and neck region. Phys Med Biol 2018;63(14):145007https://doi.
org/10.1088/1361-6560/aacb65.

[30] Van Rooij W, Dahele M, Ribeiro Brandao H, Delaney AR, Slotman BJ, Verbakel WF.
Deep learning-based delineation of head and neck organs at risk: geometric and
dosimetric evaluation. Int J Radiat Oncol Biol Phys 2019;104(3):677–84. https://
doi.org/10.1016/j.ijrobp.2019.02.040.

E.J.L. Brunenberg, et al. Physics and Imaging in Radiation Oncology 15 (2020) 8–15

15

https://doi.org/10.1016/j.phro.2020.06.006
https://doi.org/10.1016/j.phro.2020.06.006

	External validation of deep learning-based contouring of head and neck organs at risk
	Introduction
	Materials and methods




