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Abstract
Purpose Current treatment of progressive early onset scoliosis involves growth-friendly instrumentation if conservative
treatment fails. These implants guide growth by passive sliding or repeated lengthenings. None of these techniques provide
dynamic correction after implantation. We developed the spring distraction system (SDS), by using one or multiple compressed springs positioned around a standard sliding rod, to provide active continuous distraction of the spine to stimulate
growth and further correction. The purpose of this study was to determine feasibility and proof of concept of the SDS.
Methods We developed a versatile, dynamic spring distraction system for patients who would benefit from active continuous
distraction. This prospective case series evaluates four patients with exceptional and progressive congenital spine deformities.
Results Four patients had a mean age of 6.8 years at surgery with a mean follow-up of 36 months (range 25–45). The mean
progressive thoracic lordosis, which was the reason for initiating surgical treatment in two patients, changed from 32° lordosis preoperatively to 1° kyphosis post-operatively. During follow-up, this further improved to 32° thoracic kyphosis. In
the two other patients, with cervicothorcacic scoliosis, the main coronal curve improved from 79° pre-operatively to 56°
post-operatively and further improved to 42°. The mean T1-S1 spine growth during follow-up for all patients was 1.3 cm/
year. There was one reoperation because of skin problems and no device-failures.
Conclusion These early results show the feasibility and the proof of concept of spring-based distraction as a dynamic growthenhancing system with the potential of further correction of the deformity after implantation.
Keywords Dynamic growth enhancing correction · Innovative device · Growing rods · Spring distraction · Early onset
scoliosis
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Introduction
Early onset spinal deformities can progress severely during
growth. Especially in young children, this may result in thoracic insufficiency syndrome or untreatable spinal malformations [1]. When casts or brace treatment cannot control progression, implantation with internal growth-friendly systems is
indicated [2]. Current growth-friendly systems can potentially
stop curve progression while allowing the spine to maintain
growth [3]. Some of these implants guide the reduced deformity by passive sliding, e.g., Shilla or Luque trolley techniques
[4, 5]. More commonly, implants that follow growth with
repeated lengthenings are used, e.g., traditional growing rods
(TGR), vertical expandable prosthetic titanium rib (VEPTR)
or magnetically controlled growing rods (MCGR) [1, 2, 6].
Although these techniques have dramatically improved our
ability to treat early onset spinal deformities, some aspects can
still be addressed to improve surgical outcomes: First, none of
these systems dynamically stimulate growth and further reduction of the affected spinal segments. As a consequence, physiologic growth is not at all maintained [3]. Second, repeated
anaesthesia and surgery, but also repeated outpatient visits and
interventions have shown detrimental effects [7–9]. Third, due
to the stiffness of current implant designs, the sagittal profile
may be difficult to address, and autofusion often occurs, that
potentially results in crankshafting and loss of spinal growth.
Last, instrumentation failures are frequently observed [10, 11].
We were confronted with patients for whom we felt that the
existing systems, even with the shortest possible distraction
intervals, would have resulted in autofusion over a short period
of time and therefore would not be effective. For these patients
we developed and applied the spring distraction system (SDS).
It uses the continuous distraction force of a compressed spring
that is positioned around a traditional growing rod (4.5 mm)
that is allowed to slide on one end (Fig. 1). This paper reports
on the first experience with SDS for the correction of severe
spinal deformities.

Material and methods
Study design
Prospective case series of patients with progressive congenital
spine deformities treated with the SDS. To prospectively investigate the SDS, institutional ethical review board approval was
obtained (METC nr. 16–276).

Design and investigational medical device dossier
To our knowledge no papers exists that investigate spring
distraction in human or animals. Therefore, we had to rely
on other literature that investigated the forces that can be

Fig. 1  Three configurations of the SDS consisting of a parallel connector (yellow) with an oversized medial 5.5 hole and lateral 4.5 hole,
a 4.5 mm rod (silver) that can slide though the 5.5 hole of the parallel connector, a buttress (turquoise) used to tension or re-tension the
spring and proximal and distal pedicle screws (silver): a single concave SDS b bilateral SDS and c bilateral SDS with two springs in
series

tolerated by the growing spine otherwise. For that purpose,
we performed an extensive literature review that involved
distraction forces in clinical, cadaver and finite element models. This review yielded 1000 papers of which some were
very relevant [12–22] and will be submitted separately. In
addition, we measured the distraction forces that we applied
during traditional growing rod lengthenings. Based on these
studies and expert evaluation by the medical engineers of the
UMC Utrecht and University of Twente we concluded that a
distraction force between 50 and 100 N on each side of the
spine should be safe.
Based on the specifications from this research a medical grade Titanium (Ti-6Al-4V) spring was designed and
manufactured. The ISO 13,485 certified department of medical technology and physics of our hospital is competent to
design and manufacture medical devices for custom use and
clinical research in compliance with the European Medical
Device regulations. During the design phase a risk analysis was performed through which Titanium (Ti-6Al-4 V)
was chosen mainly because this material is mostly bioinert.
The spring dimensions were chosen to fit around a standard
4.5 mm rod and to provide the predetermined distraction
force over a specific distance. The following parameters
were chosen for the spring: inner diameter of 5.16 mm, outer
diameter of 7.70 mm, wire diameter of 1.27 mm, free length
of 72.0 mm, compressed length of 38.0 mm, spring constant
of 2.15 N/mm and maximum force of 75 N. The spring was
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Fig. 2  5-year-old girl with SCT
syndrome had Smith-Peterson
osteotomies Th7-Th11 and
placement of a bilateral SDS
(the springs were re-tensioned
after 19 months): a pre-operative b post-operative (c) at
19 months follow-up before retensioning (d) after re-tensioning and (e) at latest follow-up
(3.9 years) frontal radiographs
with corresponding sagittal
radiographs (f–j). The major
coronal curve changed from 84˚
pre-operatively to 43˚ postoperatively and to 54˚ at latest
follow-up. The thoracic lordosis
of 43˚ changed to a kyphosis of
0.1˚ post-operatively to 43˚ at
latest follow-up

manufactured by Lesjöfors (Karlstad, Sweden). Lesjöfors
acted only as the provider of the springs as it has a quality
management system ISO 9001 for producing springs, but not
a quality management system for producing medical devices
(ISO 13,485), The ISO 13,485 certified medical technology
and clinical physics department, thus acted as the manufacturer of the spring, took lead in the design and manufacturing process and created the investigational medical device
dossier (IMDD), consisting of: a spring description (including spring manufacturing process, sample control report and
material inspection certificates), device classification, essential requirement checklist, risk analysis, user manual, processes of quality control, post market surveillance and vigilance. The investigational medical device dossier (IMDD)
was approved after review of the medical technology and
physics department (Project number 150310) and approved
by the institutional ethical review board (METC nr. 16–276).
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Surgical Techniques
After informed consent, patients received the SDS as
an adjunct to conventional, pedicle screw based growing
rods. For the lordotic patients we did posterior releases
with Smith-Petersen osteotomies. For the mainly scoliotic
patients, this included a convex hemi-vertebrectomy and
hemi-epiphysiodesis. The SDS involves a distraction spring,
placed around a conventional 4.5 mm rod that is not fixed
but which is allowed to glide through an oversized parallel
connector at its proximal anchor (Fig. 1). A buttress that can
be locked on the 4.5 mm rod is used to tension the spring.
A single spring can provide a maximum force of 75 N and
can lengthen 34 mm. Implanting bilateral SDS springs doubles this force to 150 N. Implanting two springs in series
doubles the working length to 68 mm while keeping the
force the same (Fig. 1). When the spring is fully distracted,
the rod can still glide through the parallel connector and
function as a gliding system. Alternatively, the spring can
be re-tensioned by adjusting the buttress through a small
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Fig. 3  9-year-old girl with SCT
syndrome had dorsal SmithPeterson osteotomies Th6-Th11
and placement of a bilateral
SDS (the dual MCGR broke
after 6 months): a pre-operative
before MCGR surgery b
post-operative (c) after broken
MCGR and before bilateral SDS
implantation d post-operative
and (e) at latest follow-up
(2.2 years) frontal radiographs
with corresponding sagittal
radiographs (f–j). The major
coronal curve changed from 57˚
pre-operatively to 58˚ postoperatively and to 59˚ at latest
follow-up. The thoracic lordosis
of 35˚ changed to a kyphosis
of 3˚ post-operatively to 21˚ at
latest follow-up

incision. The three configurations used in the 4 patients are
shown in Fig. 1. After surgery the patients were allowed
normal activities with the exception of contact sports. No
braces were used.

Patient cohort
The first patient, operated in 2015, was a 5-year-old girl
that suffered from a rare skeletal dysplasia, spondylocarpotarsal synostosis (SCT) syndrome. A key feature of this
syndrome is failure of segmentation of the posterior elements of the spine. The continued anterior growth results in
a rapidly progressive lordosis which caused thoracic insufficiency. Because we expected all currently available growthfriendly systems to fail for this specific case, we developed
the posterior spring distraction system which we implanted
bilaterally. Another girl with the same syndrome was first
treated with bilateral MCGRs. Because the MCGRs could
not reduce the deformity and fractured within 6 months,

we decided to replace them with the SDS. Where the goal
of treatment was primarily to create kyphosis for the SCT
syndrome patients, a bilateral SDS was implanted. Because
of the available space in the 2nd patient, we decided to
increase the working length by using two springs in series.
This doubled the working length, while the force remains
the same (75 N). This was considered an advantage as the
first patient already had a fully distracted spring after two
years. The two other patients had high thoracic and cervical congenital anomalies with severe and progressive scoliotic deformity. The main goal was to correct the coronal
deformity and a single concave SDS was implanted with a
contralateral instrumented hemi-epiphysiodesis with sliding rods. In these patients we opted for the SDS approach
to prevent the extensive procedure of hemivertebral resection. If treatment would fail, in terms of dynamic correction,
hemivertebral resection can still be performed during definitive fusion surgery.
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measurements, we measured the curved mid-spinal line
T1-S1 on coronal and sagittal x-rays. This freehand line,
that is not affected by shape changes, was drawn through
the exact midpoint of the upper and lower endplate of every
vertebra [3]. Finally, the spring lengths on coronal and sagittal x-rays were measured on post-operative radiographs and
at latest follow-up. The plane with the longest direct postoperative spring length was used for measuring spring length
increase over time. All growth measurements were recorded
from the first post-operative measurements to the latest follow-up measurements. To determine if further correction
after surgery influenced spinopelvic balance, we measured
apical vertebral translation, coronal balance, sagittal vertical axis (SVA) and pelvic obliquity. The measurements
were performed with Surgimap Spine software (Nemaris
Inc., New York, NY). All measurements were audited by
an independent observer and discrepancies discussed until
consensus was reached. Descriptive statistics were computed
for the cohort, providing means and standard deviations.

Results
Patient demographics

Fig. 4  3-year-old girl with high thoracic scoliosis and severe clinical
torticollis had convex posterior hemivertebrectomy and hemiepiphysiodesis and a concave SDS: a pre-operative b post-operative and (c)
at latest follow-up (2.1 years) frontal radiographs with corresponding
sagittal radiographs (d–f). The major coronal curve changed from 87˚
pre-operatively to 66˚ post-operatively and to 50˚ at latest follow-up

All patients were referrals from other centers with already
advanced deformities. The mean age at index surgery was
6.8 years (± 2.8) years. All patients were female. The mean
age of first radiographical diagnosis of the scoliosis was 2.5
(± 2.2) years. The first patient was operated in 2015 and the
mean follow-up time for all patients is 3.0 (± 1.2) years.
Mean overall surgery time for the procedures was 191 min
(range: 130–305). The instrumented segment involved 12
(range: 10–14) vertebrae with the lower instrumented vertebra varying from T10-L3. No intra-operative neuro-monitoring issues or complications occurred. Mean admission
time was 6 days (range: 5–10). Mean estimated blood loss
was 300 cc (range: 250–415).

Radiographic outcomes
Data collection
Demographics, medical history, pre-, per- and post-operative clinical and radiographic parameters, as well as adverse
events were prospectively recorded. Follow up was similar to
TGR, with visits and radiographs at 1, 3 and 6 months and,
if possible, every 6 months thereafter. Spinal lengths were
measured after the x-rays were calibrated with the external
diameter of the spring (7.70 mm). For height measurements
(T1-T12 and T1-S1), the perpendicular distance between
horizontal lines through midpoints of the chosen vertebral
endplates was measured on coronal x-rays. For freehand
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The mean thoracic lordosis of the two SCT-patients could be
reduced from −32° (lordosis) pre-operative, to a 1° kyphosis
post-operative. During follow-up this dramatically improved
further to a 32° thoracic kyphosis, despite our expectations
that the lamina would fuse again (Figs. 2 and 3). In the two
mainly cervicothoracic scoliotic patients, the mean major
curve reduced from 79° to 56° and further improved to
42° (Fig. 4, Fig. 5 and Fig. 6). Apical vertebral translation
improved from 45 mm pre-operative to 15 mm at latest follow-up. All (including individual) measurements are given
in Tables 1, 2 and 3.

European Spine Journal (2021) 30:714–723
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Fig. 5  8-year-old girl with high
thoracic scoliosis and severe
clinical torticollis had a posterior convex hemiepiphysiodesis
and a concave SDS: a pre-operative b post-operative and (c)
at 19 months follow-up before
implant exchange (d) after
implant exchange and (e) at latest follow-up (1.9 years) frontal
radiographs with corresponding
sagittal radiographs (f–j). The
major coronal curve changed
from 70˚ pre-operatively 46˚
post-operatively and to 34˚ at
latest follow-up

Fig. 6  Cobb angle measured in degrees on serial x-rays. Pre-op* indicates the pre-operative x-ray before initial growth system implantation. Pre-op indicates the pre-operative x-ray before initial growth

system implantation. Post-op indicates the post-operative x-ray
directly after SDS implantation. The X indicates reoperation points at
which the spring was re-tensioned

13

720

European Spine Journal (2021) 30:714–723

Table 1  Major curve, kyphosis, T1-T12 height and T1-S1 height per
patient

Coronal major
curve
Patient 1
Patient 2
Patient 3
Patient 4
Sagittal Kyphosis5
Patient 1
Patient 2
Patient 3
Patient 4
T1-T12 height
Patient 1
Patient 2
Patient 3
Patient 4
T1-S1 height
Patient 1
Patient 2
Patient 3
Patient 4
1
2

Pre-op1

Post-op2 2-year FU3 Latest FU4

84˚
57˚
87˚
70˚

43˚
58˚
66˚
46˚

49˚
60˚
50˚
34˚

54˚
59˚
50˚
34˚

Discussion
−43˚ (Lordosis)
−20˚ (Lordosis)
28˚
14˚

0.1˚

46˚

43˚

3˚

20˚

21˚

29˚
21˚

38˚
38˚

38˚
38˚

111 mm
149 mm
109 mm
152 mm

125
146
141
151

134 mm
160 mm
162 mm
170 mm

137 mm
163 mm
162 mm
170 mm

174 mm
267 mm
211 mm
268 mm

233 mm
277 mm
244 mm
272 mm

251 mm
290 mm
285 mm
305 mm

254 mm
292 mm
285 mm
305 mm

Pre-op indicates the pre-operative X-ray before SDS implantation

Post-op indicates the post-operative X-ray directly after SDS implantation
3
4

2-year FU indicates X-ray at 2-year follow-up

Latest FU indicates the last available X-ray at the time of latest follow-up
5
Negative numbers indicate a lordosis and positive numbers a kyphosis

The overall T1-S1 height increase that occurred after
index surgery was 1.3 cm/year in the first 2 years. The
T1-T12 height increased 0.8 cm/year (Table2). The T1-S1
Freehand T1-S1 length growth in the coronal plane was
1.5 cm/year and 1.6 cm/year in the sagittal plane. The spring
distraction was 1.1 cm/year (Fig. 7).

Reoperations and complications
Due to successful elongation, we decided to re-tension
the springs in the first SCT patient after 19 months when
1.6 cm of spring distraction had been gained. As expected,
there was some wear debris present around the parallel connector. Histological analysis showed foreign body reaction
(macrophages) without inflammation, consistent with the

13

bioinert nature of Titanium debris. In the second cervicothoracic scoliosis patient protrusion of the rod caused skin
problems 19 months after implantation that required implant
exchange. During the revision, the spring was changed and
re-tensioned. Again, metal debris was observed without
inflammation, the scar tissue that encapsulated the spring did
not prevent it to expand. There were no deep infections, rod
fractures, spring fractures or screw pull-outs in all 4 patients.

This case series has shown that the feasibility of the spring
distraction system (SDS) as a relatively easy and low invasive option for complex congenital deformities. In addition
to maintaining correction and spinal growth, the SDS has
shown the unique potential to further correct these rigid
deformities after implantation, especially in the sagittal
plane. The SDS was developed because we felt there were
no other systems that could halt the progressive and lifethreatening lordosis of the congenitally posteriorly fused
spine in SCT syndrome. Although we performed posterior
osteotomies, we expected that the available growth-friendly
systems, even with the shortest possible distraction intervals,
would have resulted in a rigid recurrence of bony fusion over
a short period of time. In these cases, a continuous distraction force was needed that no other existing system could
provide. There is only one case report that showed spinal
deformity reduction after initial surgery using daily distractions with an MCGR. However, the MCGR was implanted
without initial correction and was applied more like preoperative halo gravity traction for a limited time [23].
Our system is easy to contour in both the coronal and the
sagittal plane unlike for instance the MCGR. Furthermore,
the SDS is relatively mobile due to the sliding connections at
the proximal anchors. Theoretically, a more dynamic system
is less vulnerable to fatigue failures as compared to static
rods as demonstrated with finite element models [16]. [24]
Although wear debris is a serious concern, we saw no abundant debris nor did we observe adverse tissue reactions.
We realize that the use of a new device with active distraction is not without risks. Therefore, both the development and a thorough risk analysis of the distraction spring
and components were done together with the engineers
from the University of Twente (the Netherlands) and our
department of medical technology and clinical physics
(UMC Utrecht, the Netherlands). Having a department with
a medical device certification (ISO 13,485) inside the academic hospitals allows us to develop, manufacture and use
hospital-specific medical devices for clinical research, which
is especially important because of the upcoming Medical
Device Regulation (MDR) laws in the European Union.
We first looked at the forces delivered with the MCGR and

European Spine Journal (2021) 30:714–723
Table 2  Coronal and sagittal
parameters (Mean ± SD)
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Coronal
Major Curve
Minor Curve
Pelvic obliquity
Coronal balance
Apical vertebral translation
Sagittal
Kyphosis (T4-T12)5
Lordosis (L1-L5)
Pelvic Tilt
Sagittal vertical axis (SVA)
1
2
3
4
5

Latest FU3

74˚(± 14)
45˚(± 20)
9˚(± 9)
25 mm (± 18)
45 mm (± 16)

53˚(± 10)
27˚(± 16)
5˚(± 2)
16 mm (± 9)
22 mm (± 19)

48˚(± 10)
25˚(± 16)
4˚(± 3)
9 mm (± 7)
16 mm (± 12)

49˚(± 11)
23˚(± 15)
5˚(± 2)
11 mm (± 7)
15 mm (± 10)

−6˚(± 32)
41˚(± 9)
5˚(± 8)
17 mm (± 8)

13˚(± 14)
53˚(± 21)
10˚(± 9)
13 mm (± 38)

36˚(± 11)
45˚(± 24)
6˚(± 7)
22 mm (± 14)

35˚(± 10)
34˚(± 8)
5˚(± 8)
14 mm (± 17)

2-year FU indicates X-ray at 2-year follow-up
Latest FU indicates the last available X-ray at the time of latest follow-up
Negative numbers indicate a lordosis and positive numbers a kyphosis

Post-op –2-year FU
T1-T12 height
T1-S1 height
T1-S1 freehand coronal
T1-S1 freehand sagittal
Spring distraction3

3

2-year FU

Post-op indicates the post-operative X-ray directly after SDS implantation

1

2

Post-op2

Pre-op indicates the pre-operative X-ray before SDS implantation

Table 3  Spinal growth (Mean ± SD)

1

Pre-op1

2

0.8 cm/year (± 0.3)
1.3 cm/year (± 0.6)
1.5 cm/year (± 0.3)
1.6 cm/year (± 0.4)
1.1 cm/year (± 0.3)

Post-op indicates X-ray directly after SDS implantation
2-year FU indicates X-ray at 2-year follow-up

Spring distraction is the growth in spring length in cm between postop and 2-year follow-up

traditional growing rods. The maximal distraction force of
a single MCGR rod is 270 N and for a single standard traditional growing rod it may easily exceed 500 N [14–16].
When used as bilateral systems, these forces are doubled.
However, these forces are applied as peak loads periodically and not continuously. In an attempt to calculate the
optimal continuous force, we found a force between 25 and
150 N to be sufficient to gain 10 mm in a year. This was
confirmed with finite element models of Agarwal et al. and
Abolaeha et al. [12, 13] Due to loss of force with distraction
of the springs, we decided to develop a spring with a maximal force of 75 N that could be used bilaterally to deliver a
total maximal force of 150 N. This spring was made from

Fig. 7  Spring distraction measured on serial x-rays. Post-op indicates the post-operative x-ray directly after SDS implantation. The X indicates
reoperation points at which the spring was re-tensioned
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medical grade titanium alloy to minimize adverse tissue
reactions [25]. The spring dimensions were guided based
on the anatomical limitations of the first patient’ small size,
desired ratio between compressed and expanded version of
the spring, ability to fit around a standard spinal rod and
available wire thickness of medical grade Ti-6Al-4 V.
Since we treated very rigid congenital deformities, the
38% major coronal curve correction and maintenance was
at the lower range of the results reported in the literature of
MCGR (32–58% correction) [26–29]. Despite the rigidity
of these patients, the correction improved over time and the
T1-S1 spinal growth even approached natural growth during
the same period [3].
Although the gradual and spontaneous correction
obtained in all dimensions compares favorably with other
systems, springs lose distraction force when they expand.
This can be mitigated by using a longer spring for certain
indications. Based on Hooke’s law this will decrease the
spring constant but not the maximal force [30]. Consequently, by using two springs in series the maximum force
will be the same (75 N) but the length of travel doubles
(68 mm). Therefore, after 2 cm growth, the single spring has
a remaining force of about 25 N whereas the double spring
still delivers 50 N. Another concern may be overcorrection,
especially in the sagittal plane despite the fact that many
scoliotic deformities are longer anteriorly [31]. For the sliding anchors we used standard oversized connectors in an offlabel manner, they can be improved to slide better and cause
less debris. We are currently designing better alternatives
that also minimize frictional forces and von Mises stresses
on the instrumentation.

Limitations
This study is only a prospective case series with a relatively
short follow-up period and without a control group. The
patients had very specific deformities which may not represent the majority of early onset deformity patients. Pulmonary function tests are not routinely performed at our
institute and therefore we did not measure all patients. For
the corrections that we observed after insertion of SDS,
especially for the scoliosis cases, the individual effect of
distraction and the hemi-epiphysiodesis could not be determined. Nevertheless, we believe that this limited data does
show feasibility and proof of concept of the SDS, similarly
as was shown for the first 2 magnetically controlled growing rod patients reported in 2012 [6]. To further study the
possibilities and limitations, we have initiated a prospective
clinical trial, where a broader range and less complex growing spine indications are included.
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Conclusion
This is the first report of spring-based distraction to treat
complex spinal deformities in the growing child. The early
results of four patients show the potential of the innovative Spring Distraction System (SDS) to reduce the deformity and maintain growth after insertion, without additional
lengthening procedures. Obviously, improvement of this inhouse developed device, its long-term results and research
on broader applications are our next step.
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